PROTOCOL

H & E STAINING

Dewax the slides as follows:

· Xylene 2 minutes 3 times

· 100% Ethanol 2 minutes 2 times

· 95 % Ethanol 2 minutes

· 70 % Ethanol 2 minutes

· 50 % Ethanol 2 minutes

· Water 2 minutes

· Hematoxylin 45 seconds (Biocare Medical CAT HEMATOXYLIN) Cat # CATHE-M)

· Rinse with running tap water for 2 minutes

· Dip 4 times inTacha’s Bluing solution (Biocare Medical Cat # HTBLU-M)

· Quick rinse with water

· 1 minute in 95 % ethanol

· 10 second in EDGAR DEGAS EOSIN (Boicare Medical Cat # THE-M) 

· Rinse with 95% Ethanol 1 minute 2 times

· Rinse with 100% Ethanol 2 times 1 minute each

· Clear with Xylene 3 times 1 minute each

· Cover slip with Permount

· Allow slides to get air dry for few hours before viewing.

